A Case of Lipid Core Plaque Progression and Rupture at the Edge of a Coronary Stent
Elucidating the Mechanisms of Drug-Eluting Stent Failure

Sergio Waxman, MD; Mark I. Freilich, MBBS; Melissa J. Suter, PhD; Milen Shishkov, PhD; Seth Bilazarian, MD; Renu Virmani, MD; Brett E. Bouma, PhD; Gary J. Tearney, MD, PhD

Understanding the mechanisms of coronary drug-eluting stent (DES) failure remains relevant in light of concerns brought on by clinical reports of life-threatening late and very late stent thrombosis and by autopsy studies showing delayed and incomplete healing inside the stents, which may be related to underlying necrotic lipid core.1 Frequency-domain optical coherence tomography, also known as optical frequency-domain imaging (OFDI), is a new intracoronary imaging technology that enables 3-dimensional visualization of coronary structure in vivo at a resolution (~6 μm) sufficient to identify many microscopic features of the coronary wall and stents.2 Here, we present a case of late DES failure that was imaged by OFDI at the time of stent implantation and 15 months later on presentation with unstable angina.

The patient was a 52-year-old man with hypertension, dyslipidemia, a family history of coronary artery disease, and prior myocardial infarction in 1998. The patient...
presented again to the Lahey Clinic in 2007 (baseline), complaining of rest and exertional chest pain and with a positive stress test. Angiography revealed a 99% stenosis in the right coronary artery near the bifurcation of the posterior descending artery (Figure 1A). Deployment of a 3×18-mm sirolimus DES (Cypher Cordis, Miami, Fla) was performed with a good result (Figure 1B and 1C). The operators were blinded to the results of OFDI imaging. The patient was maintained on dual antiplatelet therapy (aspirin and clopidogrel) and a statin. The patient returned 15 months later with symptoms of unstable angina. Diagnostic angiography was performed, followed by OFDI of the right coronary artery. The angiogram revealed a 95% right coronary artery stenosis at the proximal edge of the DES (Figure 1D). There was also a new 60% to 70% left main ostial lesion. The patient underwent coronary artery bypass grafting with a successful outcome.

Three-dimensional cutaway and fly-through views of the intracoronary OFDI data at baseline showed a large, circumferential, lipid-rich, necrotic core lesion incompletely covered by the proximal edge of the DES (Figure 2A and 2C). The stent margin was located near the center of the plaque (Figure 2A, white arrowhead). At 15 months, luminal plaque growth at the proximal stent margin was evident; the struts were embedded deep within the necrotic core (Figure 2B and 2D, cyan arrows). An overlying nonocclusive thrombus was also identified near the proximal margin (Figure 2B and 2D, black arrow), which resulted in an additional lumen loss (86% in-stent percent area obstruction).

Cross-sectional baseline OFDI images at the proximal stent edge demonstrated that the stent’s margin was located on a portion of the plaque, consistent with a lipid-core lesion covered by an inflamed thin, fibrous cap (Figure 3A, yellow arrow), with stent struts seen within the necrotic core. The minimal luminal area by OFDI just outside the proximal stent margin was 6.3 mm². Minimal luminal area of the reference segment (5 mm proximal to the stent margin) was 8.6 mm². At 15 months (Figure 3B), there was further plaque growth into the lumen, causing significant luminal narrowing. Stent struts were visible deep (>1.0 mm) within the lipid core. The circumferential thin-capped fibroatheroma had a mottled, irregular cap, suggestive of fibrin deposits, and was covered by thrombus.

Within the DES, 1.2 mm from the proximal stent margin, the baseline image (Figure 3C) was remarkable for a thick-capped fibroatheroma, minor plaque prolapse (p), and some luminal irregularity. The 15-month image from the same location (Figure 3D) again showed significant plaque growth.
and deeply embedded struts. At this location, the cap demonstrated evidence of rupture (red arrowhead), with the necrotic core apparently in communication with an irregular thrombus (magenta arrowhead) that occluded the lumen further.

**Discussion**

This report illustrates a case of incomplete stent coverage of a necrotic-core plaque mass, despite adequate coverage of the angiographic stenosis. This has been termed by some as “longitudinal geographic miss” and is supported by studies utilizing quantitative angiography and intravascular ultrasound radiofrequency analysis, which consistently demonstrate the limitations of standard angiography to delineate the borders of the culprit plaque. In this case, incomplete coverage of the lipid-core lesion was likely associated with plaque progression leading to stent failure due to angiographic edge restenosis, which is reported to be the most common pattern of DES restenosis. Imaging with OFDI demonstrated that the mechanism of restenosis was progression of the necrotic core rather than neointimal hyperplasia.

Necrotic-core plaque rupture and thrombus formation months after stent implantation, either in-stent or at the edge of a stent placed over an incompletely covered lipid-core plaque, have been reported in rare autopsy cases but never before documented longitudinally in vivo. Clinically and angiographically indistinguishable from typical restenosis due to neointimal hyperplasia, stent failure due to necrotic-core plaque progression and rupture may occur in the setting of incomplete stent coverage of the plaque, may occur more frequently than previously recognized, and may be a precursor to stent thrombosis. The use of adjunct imaging modalities capable of performing plaque characterization, such as OFDI, at the time of percutaneous intervention could potentially optimize stent placement and minimize the risk of stent failure in selected cases; however, use of OFDI for this clinical application requires further study.

**Acknowledgments**

We thank Mireille Rosenberg, Judith Pendleton, and Patricia Baum for their invaluable assistance in this study.

**Sources of Funding**

This study was funded by the National Institutes of Health contract 5R01HL076398.

**Disclosures**

Drs Tearney and Bouma have received nonclinical research funding related to the development of OFDI technology from Terumo Corporation.

**References**

1. Nakazawa G, Finn AV, Joner M, Ladich E, Kutys R, Mont EK, Gold HK, Burke AP, Kolodgie FD, Virmani R. Delayed arterial healing and...


A Case of Lipid Core Plaque Progression and Rupture at the Edge of a Coronary Stent: Elucidating the Mechanisms of Drug-Eluting Stent Failure
Sergio Waxman, Mark I. Freilich, Melissa J. Suter, Milen Shishkov, Seth Bilazarian, Renu Virmani, Brett E. Bouma and Gary J. Tearney

doi: 10.1161/CIRCINTERVENTIONS.109.917955
Circulation: Cardiovascular Interventions is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2010 American Heart Association, Inc. All rights reserved.
Print ISSN: 1941-7640. Online ISSN: 1941-7632

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circinterventions.ahajournals.org/content/3/2/193

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Circulation: Cardiovascular Interventions can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Circulation: Cardiovascular Interventions is online at:
http://circinterventions.ahajournals.org//subscriptions/