Drug-eluting stents (DES) have dramatically reduced the long-term rate of reintervention and improved clinical outcomes among patients undergoing percutaneous coronary interventions. However, DES use still carries a small but critically important cumulative risk of late stent thrombosis. Human pathology studies suggest that delayed healing leads to incomplete strut coverage, which has been associated with late thrombotic events. Moreover, early DES platforms elicited enhanced platelet adhesion and endothelial dysfunction.

Most DES technologies now embody thinner metallic platforms containing minimal amounts of polymeric drug formulations while maintaining drug concentrations and release profiles. Although a slight decline in the overall stent thrombosis rate has been observed with the use of latest generation of DES platforms, these potentially lethal events still occur. Despite their efficacy in preventing restenosis, the antiproliferative effect of drugs used in commercially available DES appear to delay stent endothelialization. Technological approaches have been used to enhance stent endothelialization by modifying the stent surface with antibodies to selectively bind circulating endothelial progenitor cells. An alternate strategy to encourage reendothelialization is to modify the stent surface to increase the natural rate of endothelial cell migration from adjacent arterial areas of intact healthy endothelium. Previous studies in our laboratory have shown that parallel microgrooves applied to the luminal surface of stents in an early pilot study, the endothelialization rate on these grooved stents was double compared with smooth surfaces.

**Impact of Parallel Micro-Engineered Stent Grooves on Endothelial Cell Migration, Proliferation, and Function**

An In Vivo Correlation Study of the Healing Response in the Coronary Swine Model

Eugene A. Sprague, PhD; Fermin Tio, MD; S. Hinan Ahmed, MD; Juan F. Granada, MD; Steven R. Bailey, MD

**Background**—Stent luminal surface characteristics influence surface endothelialization. We hypothesize that luminal stent microgrooves created in the direction of coronary flow accelerate endothelial cell migration, resulting in lower levels of neointimal formation.

**Methods and Results**—Surface coverage efficiency was evaluated in vitro by allowing human aortic endothelial cells (HAEC) to migrate onto microgrooved (G) or smooth (NG) surfaces. HAEC functionality was assessed by proliferation rate, apoptosis rate, nitric oxide production, and inflammatory markers TNF-α and VCAM-1 expression. Early endothelialization and restenosis studies were performed using the porcine coronary injury model. Stainless steel stents of identical design with (GS) and without (NGS) luminal microgrooves were used. The commercially available Multi-Link Vision (MLVS) stent of identical design was used as a control. The degree of GS and NGS surface endothelialization was compared at 3 days. Biocompatibility and tissue response outcomes were evaluated at 28 days. The in vitro study demonstrated that at 7 days the presence of surface microgrooves increased HAEC migration distance >2-fold. Cell proliferation rate and nitric oxide production were increased and apoptosis rate was decreased. There was no difference in inflammatory marker expression. At 3 days, coronary artery stent endothelialization was significantly increased in GS compared with NGS (81.3% versus 67.5%, *P* = 0.0002). At 28 days, GS exhibited lower neointimal thickness compared with either NGS (21.1%, *P* = 0.011) or MLVS (40.8%, *P* = 0.014).

**Conclusions**—Parallel microgrooves on coronary stent luminal surfaces promote endothelial cell migration and positively influence endothelial cell function, resulting in decreased neointimal formation in the porcine coronary injury model.


Key Words: coronary stent ■ endothelial function ■ endothelialization ■ neointimal hyperplasia ■ restenosis
smooth surface stents when implanted in pig carotid arteries. In the present study, we aim to demonstrate that parallel microgrooves applied to the luminal stent surface effectively enhances endothelial cell (EC) migration both in vitro and in vivo. Furthermore, we seek to demonstrate that the increased rate of reestablishment of an intact endothelium is associated with a decrease in neointimal formation compared with arteries receiving a similar stent design with no surface patterning in the porcine coronary injury model.

WHAT IS KNOWN

• Restoration of an intact functional endothelium at stented revascularization sites limits thrombosis and arterial wall remodeling.
• Stent surface biocompatibility influences the endothelialization rate and restoration of implanted stents.
• Current drug-eluting stents inhibit restoration of a functional endothelium.

WHAT THE STUDY ADDS

• A patterned microgrooved stent surface can increase the rate of surface endothelialization.
• Increasing the rate of reendothelialization using a microgrooved stent is associated with decreased intimal hyperplasia.

Methods

In Vitro Studies

Test Surface Preparation

Based on previous studies indicating optimum endothelial cell migration on surfaces patterned with 15-μm wide grooves, cobalt chromium (L605) and 316 L stainless steel grooved coupons (1x1 cm) were created using a proprietary chemical etching-based process. The physical characteristics of the grooves were analyzed by light and scanning electron microscopy yielding a groove width of 14±3 μm with an intervening space of 15±3.5 μm. The depth of the grooves was measured to be 2±0.5 μm. Patterning was consistent across all specimens. A typical patterned specimen is shown in Figure 1A. Flat, electropolished, smooth surface coupons of the same material and dimensions were prepared as controls.

EC Migration Studies

Human aortic ECs (HAEC) obtained from Cascade Biologicals, Inc, were cultured in MCDB 131 culture medium (Sigma-Aldrich, Inc, St Louis, MO) containing 10% iron-supplemented calf serum (Hyclone Laboratories, Inc, Logan, UT). Endothelial cell migration experiments were conducted using the in vitro arterial wall migration model established in our laboratory. In brief, a model arterial surface is created using a 1% vol/vol collagen type I solution (Collaborative Research, Waltham, MA) cross-linked with ammonium to form a 2-mm-thick firm gel. HAEC are seeded and cultured to attain confluence within 1 day. Sterile test materials are implanted onto the cell covered gel such that the top surface is flush with the surrounding gel surface and incubated at 37°C for 7 days to allow cell migration on to the test surfaces. Cell migration distance was measured as the perpendicular distance from the midpoint of each coupon edge to the leading edge of migrating cells toward using a microscope-based micrometer. HAEC focal adhesion sites on the migrating cells were assessed by cell proliferation rate, apoptosis rate, and nitric oxide (NO) production. HAEC proliferation was identified using fluorescently tagged anti–proliferating cell antigen (anti-PCNA) and quantified microscopically as percentage of labeled nuclei. Apoptosis was quantified using the Annexin V-FITC–based Vibrant apoptosis detection kit (Life Technologies, Grand Island, NY). Intracellular NO level was determined using the fluorescent NO indicator DAF-FM. To verify NO identification, migrating HAEC on both surfaces were preincubated with the specific NO synthase inhibitor L-NAME (0.5 mmol/L) as a negative control. Expression of inflammatory markers TNF-α and VCAM-1 was detected using fluorescently tagged specific antibodies (Life Technologies).

In Vivo Studies

Study Design

To explore the hypothesis that grooved stents (GS) promote accelerated surface endothelialization along with limiting neointimal formation, the animal study was divided into 3 comparison groups of 8 animals each. The overall study design is presented in the flow chart in Figure 2. In the first group, a total of 8 animals received paired GS and non-GS (NGS) in a 3-day study to evaluate the overall stent endothelialization rate. In the second group, 8 pigs received paired GS and NGS and 8 pigs received paired and Multi-Link Vision stents (MLVS; Abbott Vascular). These 16 animals were evaluated at 28 days for degree and quality of neointimal formation. Paired stents were randomly implanted in a side-to-side fashion in the right or left anterior descending coronary arteries of domestic swine using a conventional overstretch injury model. All implanted
Histology Analysis
The animals were euthanized under general anesthesia by intravenous injection of pentobarbital euthanasia solution (100 mg/kg), after heparinization. Hearts were excised and pressure-perfused with 0.9% saline until cleared of blood, followed by pressure-perfusion fixation in 10% neutral-buffered formalin. The stented vessels were dehydrated in a graded series of ethanol and embedded in methylmethacrylate. In the 3-day study group, the coronary arteries were flushed with 0.1% silver nitrate solution before fixing to facilitate identification of the endothelial cell coverage. In long-term studies (28 days), the hearts were removed after 28 days, fixed, and submitted for histopathology. The 3-day stent specimens were sectioned every 1.5 mm, and each of 9 consecutive serial cross sections from the proximal to the distal end were analyzed for the extent of endothelial coverage. Endothelial coverage was quantified and expressed as percentage of the lumen circumference covered by endothelium. The 28-day specimens yielded 5 cross sections; taken every 3 mm along the stent length. Histological analysis focused on endothelial cell coverage in the 3-day specimens and on assessment of intimal area, thickness, injury, and inflammatory reaction in 28-day specimens. Five- to 6-μm sections were cut on a rotary microtome and stained with hematoxylin and eosin and elastic Van Gieson stain. A vessel injury score was calculated as described by Schwartz. The cross-sectional areas (as subtended by the internal elastic lamina, and the lumen) of each section were mapped and measured by digital morphometry. Neointimal thickness was measured as the distance from the inner surface of each stent strut to the luminal border. An overall neointimal inflammation value (0–4) and fibrin value (0–3) were scored for each section.

Statistical Analysis
Continuous data obtained within in vitro studies were expressed as mean±SD, and statistical comparisons were performed using the Student paired t test; arterial endothelialization was compared using the paired t test. Statistical comparison of the porcine arterial histology parameters were performed using both Students paired t test and Wilcoxon signed-rank tests. A probability value of <0.05 was considered statistically significant.

Results

In Vitro Studies
Endothelial migration rate was assessed using the in vitro arterial wall model described above. HAEC migration distance across the grooved stainless steel cobalt chromium surfaces over a 7-day period was >2-fold higher (n=6, P<0.001) compared with that observed on the nongrooved control (Figure 3A through 3C). Consistent with these increases in migration, active focal adhesion site density (FAS/cell) was significantly increased (n=6, P<0.001) increased 2-fold in HAEC migrating on grooved compared with smooth stainless steel (Figure 3D through 3F). FAS density in HAEC migrating on grooved compared with smooth cobalt chromium surfaces was also significantly increased (n=6, P=0.034).

The functionality of the more rapidly migrating cells on GS surfaces was assessed using key markers of endothelial physiology. HAEC proliferation rate was nearly double (35.7 versus 19.8%, P<0.001) and increased by nearly 50% (31.4 versus 22.4, P=0.044) for cells migrating on grooved compared with nongrooved stainless steel and cobalt chromium, respectively (Figure 4A through 4C). Cell apoptosis rates were significantly reduced by >80% for HAEC migrated on grooved specimens relative to the respective smooth surfaces (Figure 4D through 4F). Interestingly, apoptosis rates were significantly elevated in cells that migrated onto nongrooved cobalt chromium surfaces compared with stainless steel. In addition, there was a nearly 25% increase (P<0.001) in NO production on cells migrating onto grooved surfaces compared with cells on nongrooved surfaces (Figure 4G through 4J). This increase in NO was blocked by a 30-minute preincubation with the inhibitor L-NAME. There was no evidence of VCAM-1 and TNF-α cell expression (cell activation to a proinflammatory status) in cells on any surface.

In Vivo Stent Endothelialization Study
In the 3-day animal studies, a significant increase in endothelial coverage on GS compared with NGS was observed. As depicted in Figure 5A, an average 81.3% of the total GS surface was covered with endothelial cells compared with 67.5% for the NGS group (P=0.0002). A line plot of the average endothelial coverage at each individual cross section...
(9 sections) along the stent length showed all levels had greater in-stent EC coverage for GS compared with NGS (Figure 5B). Also, there were an increased but not statistically significant number of inflammatory cells observed within NGS compared with GS (2.37 versus 1.67 cells per section, \( P = 0.066 \)). No thrombus formation on stent struts was observed. Representative complete and strut cross sections obtained at comparable levels along GS and NGS illustrating the degree of endothelial coverage are presented in Figure 6A through 6D.

### Twenty-Eight-Day Outcome Analysis

The outcome analyses results are presented in Tables 1 and 2. Average injury scores were low (<1) for all groups. Also, stent final diameter measured at study end was similar among all treated groups. The results indicate that average neointimal area and thickness were significantly lower within the GS compared with both NGS and MLVS groups, as shown in representative images within Figure 7A and 7B. Specifically, neointimal proliferation response as measured by neointimal thickness was 21.1% and 40.8% lower for GS compared with the NGS and the MLVS group, respectively. Consistent with these observations, GS sites retained a larger lumen diameter and a significantly decreased percent stent lumen area occlusion compared with either the NGS or MLVS groups. Although there was no significant difference in inflammation, injury, or fibrin scores observed between GS and NGS areas, MLVS areas displayed higher fibrin and inflammatory scores compared with the GS groups. No thrombus formation was observed on stent struts in any group.

### Discussion

Several large, randomized, controlled trials have demonstrated the efficacy of different DES in reducing restenosis among patients undergoing percutaneous coronary interventions. However, despite significant advances that have been made in development of the latest generations of DES platforms, very late stent thrombotic events continue to occur.\(^1\) An intact functional endothelial lining is critical to
provide a nonthrombogenic surface and maintenance of arterial function and architecture. Thus, rapid restoration of an intact endothelium at stented arterial sites is an essential consideration in DES development and implantation. An alternate strategy to accelerate endothelialization is to provide a defined grooved topography on the stent surface to direct and facilitate migration of adjacent arterial endothelium into the stented area. Previous studies in our laboratory have demonstrated that parallel microgrooves applied to the surface of either nitinol or 316L stainless steel increase the rate of HAEC migration by >2-fold compared with unpatterned surfaces in vitro. More importantly, when this microgrooved pattern was applied to the luminal surface of stents, the endothelialization rate on these grooved stents was double that observed for smooth surface stents when implanted in pig carotid arteries. Using a microgrooved surface to promote healing by encouraging migration of cells from adjacent healthy tissue has also been successfully applied to dental and bone implants. Although patterned grooved surfaces do increase overall surface roughness, Dibra et al demonstrated that stents with unpatterned microroughened surfaces have no significant influence on coronary restenosis or thrombogenicity.

Figure 4. A, Endothelial cell proliferation rate for cells that have migrated on to grooved or smooth stainless steel or cobalt chromium coupons as measured by percent anti-PCNA fluorescently labeled nuclei at day 7. Values are expressed as mean±SD; n=6; *P<0.001, †P=0.044. B and C, Representative photomicrographs depicting a higher percent anti-PCNA fluorescently labeled nuclei (arrows) within migrating human aortic endothelial cell (HAEC) on grooved (B) compared with smooth (C) stainless steel surfaces. D, Apoptosis rate for HAEC that have migrated on to grooved or smooth stainless steel or cobalt chromium coupons at day 7 as measured by an annexin V–based apoptosis assay. Values are expressed as mean±SD; n=6; *P<0.001, †P<0.001. E and F, Representative photomicrographs depicting apoptosis assay of migrating HAEC on grooved (E) and smooth (F) cobalt chromium surfaces. Arrows and faint orange stain identify apoptotic cells. G, Endothelial nitric oxide (NO) production for cells that have migrated on to grooved or smooth stainless steel or cobalt chromium coupons as measured by the DAF-FM method at day 7. Values are expressed as mean±SD; n=6; *P<0.001, †P<0.001. H through J, Representative photomicrographs depicting increased NO production in HAEC on grooved stainless steel (H) without inhibitor as detected by DAF-FM compared with HAEC on smooth surfaces pretreated without (I) and with (J) the specific NO inhibitor L-NAME and (magnification ×200).
compared with smooth surface stents in a clinical study involving 200 patients.

In the present study, we demonstrate that applying a parallel microgrooved pattern to a stent material surface effectively enhances migration of adjacent arterial wall endothelium onto those areas in vitro. Specifically, our results indicate that the migration rate of HAEC from an intact endothelial surface onto a grooved surface is approximately double that measured for smooth surfaces. Interestingly, the calculated endothelial migration rate of 21 µm/h across the grooved surfaces is comparable to the EC migration rate (25 µm/h) reported for HAEC on stent material under aortic flow conditions. Furthermore, we demonstrate that this increased rate of reestablishment of an intact endothelium on grooved stent surfaces is maintained in vivo and is associated with a decrease in intimal hyperplasia compared with arteries receiving similar stents with no surface patterning in a porcine coronary model of restenosis.

Along with increased endothelialization rates, the migrating endothelial cells on grooved surfaces exhibit key indicators of improved functionality compared with those on smooth surfaces. Insights to the functionality of HAEC cells residing on these surfaces can be ascertained from the increased rates of cell proliferation, NO production, and decreased apoptosis rates observed. The lower HAEC apoptosis rate detected in this study on the grooved surfaces may be mechanistically associated to physical changes in cell shape and size induced by the groove design initiating cell adhesion integrin-mediated signal transduction pathways. Using patterned adhesion molecule substrates to precisely control cell shape and size, Chen et al have demonstrated that cells exhibiting greater spreading exhibit decreased rates of apoptosis. Finally, the observation that ECs residing on the grooved surfaces did not exhibit expression of the proinflammatory markers (VCAM-1 or TNF-α) indicates that these cells maintain the anti-inflammatory phenotype characteristic of functional arterial endothelium. Also, our data show that cells that have migrated onto grooved surfaces exhibit increased NO production. The primary cytokine mediating the arterial response to acetylcholine challenging is known to be NO. Several studies have provided evidence that directly applied or endothelial-secreted NO limits vascular smooth cell proliferation.

Figure 5. A, Relative average endothelial coverage across grooved (GS) and nongrooved (NGS) stents 3 days after stent placement in the right coronary artery or left anterior descending coronary artery. Values are expressed as mean±SD; n=8; *P<0.001. B, Line plot of the percent endothelial coverage at each of the 9 sections along the stents. All levels had greater coverage on GS compared with NGS.

Figure 6. A and B, Photomicrograph of full cross sections at comparable level of the grooved stent (GS) (A) and non-grooved stent (NGS) (B) 3 days after placement. Note intact endothelium on GS and lack thereof with mononuclear cells on the NGS stent struts. C and D, Photomicrograph of histological cross sections of a strut at comparable levels of GS (C) and NGS (D) 3 days after placement. The intima is completely covered by endothelial cells on top of the GS and incompletely on the NGS strut. Inflammatory cells are present in the immature intimal tissue covering the NGS strut. Endothelium is stained with silver nitrate.
muscle cell proliferation and migration as well as thrombosis, the key elements involved in intimal hyperplasia leading to eventual restenosis.22–27 The accelerated reestablishment of an intact and functional endothelial layer promoted by the grooved surfaces appears to increase NO production with important implications for limiting thrombosis at stented sites.

The in vivo (3-day) endothelialization study showed that implantation of GS significantly increased stent surface endothelialization along the entire stent length compared with matched NGS. The high levels of EC coverage observed in both groups underscore the fact that endothelialization in a normal porcine artery is a fast and dynamic process. This rapid rate of reendothelialization in the porcine coronary artery model has been well established and thus assessment at 3 days is required to detect differences with maximum sensitivity. Major differences could be expected in the presence of an atherosclerotic substrate. The longer assay period used our in vitro migration studies performed under static flow conditions are designed to predict relative rates of endothelial migration on different stent substrates. At 28 days, GS displayed a significant decrease in neointimal hyperplasia and percent area of stenosis compared with the paired NGS or MLVS groups. Specifically, the decrease in neointimal area and thickness of the GS in the order of 30% was consistent when compared with both an identical NGS control and the MLV stent. This further supports the hypothesis that rapid surface endothelialization leads to suppression of neointimal formation. Several studies suggest that facilitating EC colonization decreases both thrombus and inflammatory cell attachment, resulting in lower neointimal proliferation.28,29 Early studies using the rat carotid injury model demonstrated that intimal hyperplasia was increased on removal of the endothelium and was limited by its restoration.30 Studies using more complex large animal angioplasty models have confirmed the capability of the endothelium to limit restenosis associated with excessive intimal hyperplasia.5-7

Our approach to achieving rapid restoration of an intact functional endothelium at revascularization sites has been to provide a defined grooved stent topography to direct and facilitate migration of adjacent arterial endothelium into the stented area. The importance of achieving an increase rate of surface endothelialization is recognized by several other novel approaches toward the same goal. In contrast to deriving endothelial coverage from adjacent endothelium, another technological approach has employed a modified surface to attract blood-derived endothelial progenitor cells (EPC) through surface immobilization of human anti-CD34 antibodies. Similarly, Lim et al31 used a stent coated with an antibody to vascular endothelial cadherin to capture an EPC subpopulation of more mature or “late” EPCs from circulating blood. Using this stent, a significant reduction in intimal

<table>
<thead>
<tr>
<th>Table 1. Outcome Analysis (28-Day Study) Comparing Histological Results Obtained in Coronary Arteries Stented With GS or NGS</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Intimal area, µm²</strong></td>
</tr>
<tr>
<td>---------------------------------------------------------------</td>
</tr>
<tr>
<td>0.89±0.35</td>
</tr>
<tr>
<td><strong>Intimal thickness, µm</strong></td>
</tr>
<tr>
<td><strong>Percent diameter stenosis</strong></td>
</tr>
<tr>
<td><strong>Percent diameter stenosis</strong></td>
</tr>
<tr>
<td><strong>Stent diameter, µm</strong></td>
</tr>
<tr>
<td><strong>Lumen diameter, mm</strong></td>
</tr>
<tr>
<td><strong>Inflammation score</strong></td>
</tr>
<tr>
<td><strong>Fibrin score</strong></td>
</tr>
<tr>
<td><strong>GS</strong> indicates grooved stent; NGS, nongrooved stent.</td>
</tr>
<tr>
<td>Results are expressed as averages ±SD (n=8).</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Table 2. Outcome Analysis (28-Day Study) Comparing Histological Results Obtained in Coronary Arteries Stented With GS or Multi-Link Vision Stent</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Intimal area, µm²</strong></td>
</tr>
<tr>
<td>---------------------------------------------------------------</td>
</tr>
<tr>
<td>1.58±0.0</td>
</tr>
<tr>
<td><strong>Intimal thickness, µm</strong></td>
</tr>
<tr>
<td><strong>Percent diameter stenosis</strong></td>
</tr>
<tr>
<td><strong>Stent diameter, mm</strong></td>
</tr>
<tr>
<td><strong>Lumen diameter, mm</strong></td>
</tr>
<tr>
<td><strong>Percent diameter stenosis</strong></td>
</tr>
<tr>
<td><strong>Inflammation score</strong></td>
</tr>
<tr>
<td><strong>Fibrin score</strong></td>
</tr>
<tr>
<td><strong>GS</strong> indicates grooved stent; MLVS, Multi-Link Vision Stent.</td>
</tr>
<tr>
<td>Results are expressed as averages ±SD (n=8).</td>
</tr>
</tbody>
</table>
hyperplasia in rabbit iliac arteries compared with the placement of uncoated stents was observed. Early clinical trials using anti-CD34–coated stents reported favorable stent coverage and comparable safety and restenosis rates compared with bare metal stent controls. However, compared with DES, the overall restenosis rates observed is within the range of bare metal stents. The lack of any apparent advantage of the early stent endothelialization seen with this technology may be related to the nature of the coating or the cells attracted early to the cell surface. In a recent study, Granada et al demonstrated that by adding an abluminal bioabsorbable sirolimus coating onto the anti-CD34 stent platform, inhibition of restenosis and enhanced endothelialization could be achieved.

Although the animal studies demonstrated overall favorable outcomes using the GS technology, it may be possible that the results will be different when applied to a disease state. However, despite the fact stent healing in porcine coronaries occurs earlier than in any disease state, the differences seen in stent coverage between technologies reinforce the beneficial effect on cell migration promoted by the GS technology. In summary, the present study demonstrates that surface modification using a defined pattern of EC-sized parallel grooves enhances endothelial migration and cell functionality in vitro. Most importantly, this study demonstrates that applying this grooved pattern to a bare metal stent surface both enhances the rate of early endothelialization and significantly limits neointimal hyperplasia when implanted in porcine coronary arteries compared with identical unpatterned bare metal stents. Further research is needed to evaluate the clinical implication of these findings, specifically in the setting of disease and drug elution.

Acknowledgments
We acknowledge the excellent technical contributions of Aaron Watson and Jian Luo and the excellent surgical assistance of Patricia Escobar, DVM.

Sources of Funding
This study was supported by Palmaz Scientific, Inc.

Disclosures
Drs Sprague and Bailey have equity interests in Palmaz Scientific.

References


Eugene A. Sprague, Fermin Tio, S. Hinan Ahmed, Juan F. Granada and Steven R. Bailey

Circ Cardiovasc Interv. 2012;5:499-507; originally published online July 3, 2012;
doi: 10.1161/CIRCINTERVENTIONS.111.967901
Circulation: Cardiovascular Interventions is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2012 American Heart Association, Inc. All rights reserved.
Print ISSN: 1941-7640. Online ISSN: 1941-7632

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circinterventions.ahajournals.org/content/5/4/499

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Circulation: Cardiovascular Interventions can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Circulation: Cardiovascular Interventions is online at:
http://circinterventions.ahajournals.org/subscriptions/