First Experience With Implantation of a Percutaneous Right Ventricular Impella Right Side Percutaneous Support Device as a Bridge to Recovery in Acute Right Ventricular Infarction Complicated by Cardiogenic Shock in the United States

Ronan Margey, MD; Sanjay Chamakura, MD; Saadi Siddiqi, MD; Murali Senapathi, MD; Josh Schilling, MD; Daniel Fram, MD; Jeffrey Hirst, MD; Immad Saddiq, MD; David Silverman, MD; Francis Kiernan, MD

We report the first implantation in the United States of a novel percutaneous right ventricular (RV) support device as a bridge to recovery in a patient with RV infarction with cardiogenic shock refractory to standard care.

Figure 1. Acute inferoapical ST-elevation–myocardial infarction (STEMI) treated by intravascular ultrasound-guided primary angioplasty and stenting of the culprit right coronary artery (RCA) occlusion. A, Patient’s presentation EKG demonstrating acute inferoapical STEMI with evidence of prior inferior wall Q waves. B, Acute thrombotic occlusion of the RCA at the site of prior stent deployment. C, Kissing balloon angioplasty of the mid RCA and a very large right ventricular (RV) marginal branch to reopen the RV marginal branch after successful stenting of the proximal and mid RCA. D, Final angiographic appearance of the right coronary and the RV marginal branch.
A 64-year-old man, with prior inferior wall myocardial infarction treated with percutaneous coronary intervention, presented with late drug-eluting stent thrombosis inferoposterior ST-segment–myocardial infarction complicated by cardiac arrest requiring defibrillation of ventricular tachycardia (Figure 1; Movie I and II in the online-only Data Supplement). Despite revascularization, fluid administration to a central venous pressure of 20 mm Hg, dobutamine and vasopressin infusions, and intra-aortic balloon pump counterpulsation, he remained in RV shock (cardiac index of 1.8 L/min per m²). With use of antiplatelet drugs, surgical cannulation for extracorporeal support was deemed an excessive risk.

We obtained emergency permission in advance of approval for the recovery right side percutaneous clinical trial to place a RV percutaneous Impella right side percutaneous support device (Abiomed Inc., Danvers, MA), a novel 23F continuous flow pump generating 5 L/min of cardiac output, as a bridge to RV recovery. The device is placed percutaneously via a 24F peel-away sheath leaving a 11F catheter within the iliofemoral vein (Figure 2; Movie III and IV in the online-only Data Supplement). Within 6 hours, the patient had weaned off vasopressin. At 24 hours, the intra-aortic balloon pump was removed, and by 36 hours dobutamine was terminated. The patient was supported for 6 days, manifesting complete clinical and echocardiographic recovery of RV systolic function at this point (Figure 3; Movie V and VI in the online-only Data Supplement). The device was successfully removed with manual hemostasis.

RV myocardial infarction occurs in up to 50% acute inferoposterior ST-segment–myocardial infarctions, many of whom manifest cardiogenic shock.1,2 Currently, treatment focuses on improving RV and left ventricular preload with fluid, prompt coronary reperfusion, maintenance of atrioventricular synchrony, inotropic support, pulmonary vasodilator therapy to reduce RV afterload, and intra-aortic balloon pump counterpulsation.1,2 Surgically placed temporary RV support devices are available, but infer significant procedural morbidity. Despite this, the prognosis remains poor, and additional approaches to support recovery of RV function are needed.1–4

This case demonstrates the application of a novel percutaneous technology to support RV recovery in patients with RV infarction and cardiogenic shock refractory to standard care.

Acknowledgments
The authors wish to acknowledge and thank Kevin Ray, Dion Mraz, and the clinical support team from Abiomed Inc. for their clinical and technical assistance with the patient’s care during the period he was on Impella support.

Disclosures
None.

References

Key Words: acute myocardial infarction ☐ cardiogenic shock ☐ percutaneous ventricular support device ☐ right ventricular infarction ☐ right ventricular shock
First Experience With Implantation of a Percutaneous Right Ventricular Impella Right Side Percutaneous Support Device as a Bridge to Recovery in Acute Right Ventricular Infarction Complicated by Cardiogenic Shock in the United States
Ronan Margey, Sanjay Chamakura, Saadi Siddiqi, Murali Senapathi, Josh Schilling, Daniel Fram, Jeffrey Hirst, Immad Saddiq, David Silverman and Francis Kiernan

doi: 10.1161/CIRCINTERVENTIONS.113.000283
Circulation: Cardiovascular Interventions is published by the American Heart Association, 7272 Greenville Avenue, Dallas, TX 75231
Copyright © 2013 American Heart Association, Inc. All rights reserved.
Print ISSN: 1941-7640. Online ISSN: 1941-7632

The online version of this article, along with updated information and services, is located on the World Wide Web at:
http://circinterventions.ahajournals.org/content/6/3/e37

Data Supplement (unedited) at:
http://circinterventions.ahajournals.org/content/suppl/2013/06/17/CIRCINTERVENTIONS.113.000283.DC1

Permissions: Requests for permissions to reproduce figures, tables, or portions of articles originally published in Circulation: Cardiovascular Interventions can be obtained via RightsLink, a service of the Copyright Clearance Center, not the Editorial Office. Once the online version of the published article for which permission is being requested is located, click Request Permissions in the middle column of the Web page under Services. Further information about this process is available in the Permissions and Rights Question and Answer document.

Reprints: Information about reprints can be found online at:
http://www.lww.com/reprints

Subscriptions: Information about subscribing to Circulation: Cardiovascular Interventions is online at:
http://circinterventions.ahajournals.org//subscriptions/